Background

Medical devices and the ISO standards process
Medical devices are now essential to everything from diagnostics, to the prevention and treatment of diseases, to contraception. Many involve close contact with tissue or blood, or will even be implanted in the body. Therefore, to ensure that medical devices have no detrimental effects, they must undergo testing.
At this point, biological testing of medical devices relies mostly on animal models. However, as scientific knowledge advances our understanding of basic mechanisms, preference should be given to in vitro models -a point backed by the International Organization for Standardization (ISO): "In vitro test methods, which are appropriately validated, reasonably and practically available, reliable and reproducible shall be considered for use in preference to in vivo tests." (ISO 10993-1, 2009) . ISO Technical Committee 194 (TC 194 ) is comprised of working groups that develop and maintain standards and technical reports on biological and clinical evaluation of medical devices. These are the ISO 10993 standards on biocompatibility and the ISO 14155 (2011) standard on clinical trials. 3Rs). There is growing recognition that in vitro testing of medical devices can be more effective, both in terms of cost and time, than in vivo testing. However, acceptance of alternative testing methods has not kept pace with the technology. Regulators accept some in vitro tests (cytotoxicity, gene toxicity, and a few hemocompatibility assays), but many sensitization and irritation tests still rely on animals. Bringing about change will require a paradigm shift in current approaches to testing and a concerted effort to generate better data on risks to human health by exposure to medical devices, to share that data with regulatory authorities, and to boost confidence in alternative methods to test devices.
The Johns Hopkins Center for Alternatives to Animal Testing (CAAT) hosted a symposium in Baltimore, Maryland, in December 2013 , which brought together a group of industry representatives, academics, and regulators ideally positioned to embrace new technologies and move the field forward. The unique strengths and challenges associated with in vitro approaches currently in use as well as new methods under development were considered and the next steps to advance the technology and the community's acceptance of these were determined.
devices -such as allowable limits of leachable substances, systemic toxicity, irritation/sensitization, genotoxicity, and effects on blood. Other standards cover chemical characterization and degradation product identification.
Chemical characterization involves identifying a device's materials or component chemicals and determining how much of them might leach into a patient during use. This information is provided to a toxicologist who conducts a risk assessment to determine whether any of the leachable chemicals might pose a health risk to patients. ISO 10993-17 (2002) provides guidance on establishing allowable limits for such leachable substances in a device and consideration of whether or not the material is equivalent to that already in use in another device, on quantitating composition of the medical device and on making the risk assessment. If a risk is identified, it becomes necessary to obtain (clinical) exposure and hazard data through in vivo tests. The systematic approach poses a series of questions to help determine whether biocompatibility testing is needed -for example, is sufficient justification or data available for a risk assessment? If yes, does sufficient data exist to determine the chemical risk? If yes, does this data apply also for mixtures? If yes to all of those questions, a final conclusion can be made without conducting any further biocompatibility testing. Otherwise, further evaluation of the device, based on In addition, ISO TC 210 has developed standards to help medical device manufacturers implement and maintain a quality management system (ISO 13485, 2016) and manage risks (ISO 14971, 2007) . The ISO 14971 standard addresses the application of risk management ideals to medical devices, to consider potential hazards (see Tab. 1) ranging from energy-related, to biological (bacterial, viral contamination) and chemical, to operational (errors in use), to information hazards (labeling, operating instructions). The risk management process has to be documented and includes risk analysis, risk evaluation, risk control, and post-production information.
Sets of tests may be necessary to determine the potential adverse effects of medical devices. To determine the best course, ISO 10993-1 (2009) offers a flow chart, reproduced in Figure  1 , which guides qualified toxicologists through a series of key questions surrounding the chemical composition of the medical device, any material information, and residual chemicals from the manufacturing and cleansing process as well as from sterilization (work has started on the revision process of this part, the new version is expected by 2019).
Evaluating chemical risk
The ISO TC 194 working groups have created a number of standards to guide various aspects of the oversight of medical and degradation of materials such as prostheses; heat; and interactions with the physiological environment. For example, endoscopes can be affected by gastric fluid, dental implants can produce wear particles, and wound-dressing materials may come into contact with sweat. Many situations -such as those involving the human digestive system, or dental implants -are difficult to reproduce in a standardized way in an animal model, highlighting the need for standardized in vitro models.
Comparison of classification systems
The ISO 10993-1 standard incorporates language that specifically captures a tiered approach and a preference for in vitro over in vivo testing, but a gulf persists between the growing support for evolving in vitro methods and their actual use. Neither the EU, the US, nor Japan have reached the point of including in vitro testing as an acceptable replacement for in vivo methods for medical devices, though such tests may be used as a source of supportive data.
Classification systems for medical devices are risk-based and vary by country (Tab. 2). The centralized US approval process, under the Food and Drug Administration (FDA), requires reathe chemical nature of the materials and the type and duration of contact, is necessary; after selecting the toxicological endpoints, testing -or justification of the omission of certain testing -must be performed. Then the final biological evaluation can be conducted.
The ISO standards advise manufacturers to screen candidate materials early on in the development process to select materials that are sufficiently biocompatible and non-toxic, although it is still necessary to conduct biological tests on the finished device under actual conditions of use. In addition, the standards advise that any existing non-clinical and clinical data or human exposure data, as well as any historical data from similar devices or experience relevant for the medical device should be evaluated thoroughly prior to any further testing.
For a biological evaluation, many factors need to be taken into account, including effects based on the manufacturing process that can lead to changes in a device's surface (e.g., by surface treatment or welding); additives (color pigments, lubricants, inks); contamination by cleaning, disinfection, and sterilizing agents; degradation by manufacturing, clinical use or storage; material changes -such as the abrasion and aging of materials -which can lead to the generation of particles A risk-based approach to considering the use of animals in medical device testing takes into account the type and duration of contact and extraction procedures. For example, devices that only entail surface contact carry less potential risk than implantable devices, and the longer the exposure, the greater the risk and the need for more tests. Devices that only have skin contact require basic cytotoxicity, sensitization, and irritation or intracutaneous reactivity testing, whereas devices that come into contact with bone and tissue require more extensive testing. Table 4 offers a framework to develop an assessment program. Essentially, the more invasive the device, and the longer the contact, the more toxicological endpoints need to be considered. Biological evaluation tests include cytotoxicity, sensitization, irritation, acute systemic toxicity, subacute/subchronic toxicity, genotoxicity, implantation, and hemocompatibility.
Medical devices, which typically involve an unknown mixture of materials, pose some challenges that are different from pharmaceutical and chemical testing. Drug testing involves preparing a solution of the substance where the concentration is controlled. Devices, in contrast, are extracted to perform safety testing using polar and non-polar solvents, as per guidelines described in ISO 10993-12 (2012) . Standard solvents such as saline, water, culture media, and vegetable oil are used to extract chemicals or materials. Medical devices and components tend to be extracted on a surface area to solvent volume basis, however, if surface area cannot be calculated, weight to solvent volume is used.
There are some challenges to the standard methods for conducting extractions. For example, when an extract is created based on weight, the device is often cut into small pieces and sonable assurance of safety and effectiveness for approval of high-risk devices 2 . The EU's more decentralized approach, in contrast, generally requires proof through performance-based testing that the device works as intended. In terms of access, pre-marketing testing of devices in the US delays patient access, even when devices are thought to be of low or moderate risk. EU patients may have access to certain high-risk devices sooner than in the US, but such devices may be marketed with less rigorous proof of effectiveness.
In the US, medical devices are classified as Class I (mostly exempted from clearance but subject to general control requirements), II (general and specific controls), or III (pre-market approval) devices -with Class III devices representing the highest risk. In the EU, medical devices are classified as Class I (low-risk), IIa, IIb, or Class III (intervention of Notified Body is compulsory to control the design and the manufacture) devices, while active implantable medical devices are not classified, and in vitro diagnostic devices have their own classification system. Japan has a letter-based classification system, as illustrated in Table 3 .
There are practical hurdles to broader acceptance of in vitro tests. For example, regarding biocompatibility testing, ISO 10993-1 recommends starting with in vitro tests, but given the pressure to get products to market quickly, manufacturers often feel they have no time to wait for such lengthy tests. Funding, staffing and management issues are all potential roadblocks to efforts to try to speed up the ISO process to better reflect the speed of technology. The ISO process is also slow because of its focus on reaching a common solution, which is often a lengthy and arduous process as different stakeholders are involved in the committees, complicating decision-making. The lack of a global harmonized approach hurts the ISO process; for example, the US will not accept an in vitro test for irritation, so developers are required to perform an in vivo test if they want to take a product to market. Harmonizing ISO and alternative assessment paradigms also could reduce duplication of efforts.
2 http://www.fda.gov/medicaldevices/productsandmedicalprocedures/deviceapprovalsandclearances/510kclearances: "Section 510(k) of the Food, Drug and Cosmetic Act requires device manufacturers who must register, to notify FDA of their intent to market a medical device at least 90 days in advance. This is known as Premarket Notification -also called PMN or 510(k Hemolysis is the only well-defined assay, and the only test likely to be needed for an orthopedic device. Thrombosis, however, is an exception; addressing thrombosis requires the actual device to be implanted in an appropriate animal model in the same fashion as described in the product information for use (IFU) instructions. This is critical because design features, supportive drugs such as anticoagulants and antiplatelet agents, and surface geometry and material characteristics can influence clinical performance and outcome. The main ISO guidance document for this area, ISO 10993 Part 4: selection of tests for interaction with blood, was published in 2017.
Newer in vitro tests for irritation, sensitization and acute toxicity
While the medical device industry accepts some in vitro tests (cytotoxicity, genotoxicity, and hemocompatibility) for biocompatibility already (Coleman et al., 2012) , many toxicity endpoints still require animal tests -including eye and skin irritation (most often using rabbits), skin sensitization (most often using guinea pigs), and in this industry to a very limited extent acute systemic toxicity (frequently using rodents). And yet, according to medical device manufacturers among the authors, the vast majority of in vivo eye irritation, dermal irritation, and sensitization tests produce negative results. Given that a large number of animals is used to demonstrate a negative result, combined with the existence of new in vitro technology that tends to be more accurate, there should be a way to flip the paradigm and accept negative in vitro results. Furthermore, the recent advance of some newer types of devices, such as the first lab-grown organ, a bladder, to be implanted into a human (Atala et al., 2006) , which is not compatible with animal testing, signals a need to develop new testing methods, and new regulatory guidelines around the process.
Newer and more advanced tools and methodologies are being introduced at a rapid rate, including several novel assays to assess dermal sensitization and irritation (see Section 5), and to predict an oral LD 50 for measuring acute toxicity that could be applied for testing the safety of medical devices.
Several in vitro sensitization tests recently accepted by OECD following validation (TG 442C,D,E) show promise for their ability to predict chemical sensitizers. These include: the Direct Peptide Reactivity Assay (DPRA) -a cell-free assay that uses two tri-peptides, one with a cysteine residue and the other with a lysine residue, to measure reactivity of test compounds (Gerberick et al., 2004) ; the human cell line activation test (h-CLAT), which uses a human monocytic leukemia cell line (THP-1) and measures expression of CD85/54 (Sakaguchi et al., 2009) ; and the KeratinoSens™ assay, which uses a human keratinocyte cell line (HaCaT) and the activation of the Nrf2/Keap/ARE signaling pathway (Natsch, 2010; Natsch et al. 2011 ).
non-polar medical device extracts are used for the induction phase, followed later by topical applications of extracts for the challenge phase. The appearance of the challenge skin sites is subsequently observed at 24 and 48 hours and given a score. From an animal welfare/discomfort standpoint, the LLNA is clearly a refinement method as there is less suffering than in the guinea pig maximization test, which can lead to unpleasant sores. However, the FDA currently requests work within the ASTM standard for the LLNA, which requires the inclusion of two positive controls -more than the OECD procedure. The LLNA also uses 15 animals per extract. Its variability has been assessed (Hoffmann, 2015) .
For skin irritation, the Draize rabbit skin irritation test is currently the preferred method. For implanted devices, intracutaneous injections of polar and non-polar extracts of medical devices are used. At 24, 48, and 72 hours the injection sites are examined for erythema and edema and scored. This method typically uses three adult rabbits.
The acute systemic toxicity test generally requires control animals, although three more recent OECD methods (TG 420, 423, 425) do not -offering a way to reduce the number of animals. Essentially, the medical device industry trails the drug and chemical industries in in vivo options; medical devices use five animals versus four for chemicals, which also do not require positive controls. The lack of data for devices drives the expectation for positive controls for in vivo device testing. The typical test for acute systemic toxicity, developed for pharmaceutical containers, involves injecting mice with a maximum tolerated dose, typically an injection of around 50 ml/kg of an extraction or an actual liquid sample -an enormous volume, considering that blood volume in comparison for an average adult human is about 70 ml/kg, i.e., we are injecting almost an entire blood volume into our test animals. Such a high volume is injected to improve sensitivity, but such high volumes could not be imagined in drug or chemical testing. For medical devices, the doses used are not usually tiered, i.e., starting with one dose and increasing/decreasing the next dose depending on outcome as commonly done for testing chemicals. It is also rare to see an acute toxic response in the oil extract and any responses are almost always seen in the saline extract, giving opportunities for reduction. Given that the extract is given as a bolus injection in a matter of a minute, any disbalance of the electrolytes induces cardiac arrest -making this a crude screen.
There are many potential in vitro methods that could be used instead of the in vivo tests described above to assess the biological effects of implantation devices (see Section 4). It can be a little more difficult, however, to address the effects on the living tissue surrounding an implanted device with in vitro methods. Muscle tends to be used as a surrogate regardless of where a device is meant to be implanted, and rabbits tend to be a common implant species, although the size of the device can determine what species is used. However, tissue engineering technology, developed to replace or repair damaged tissue, is advancing, offering alternate testing systems for testing implantation devices. Tissue engineering combines cells with a porous scaffolding composed of biomaterials to support the regenera-One method that has shown promise for predicting the acute oral LD 50 value is an acute toxicity assay developed in partnership by L'Oréal and CeeTox: The assay uses a rat hepatoma cell line (H4IIE), combined with concentration response measuring cellular markers of cell health and receptor binding. An important component of this assay is the incorporation of physical and chemical data that describe solubility, logP, and pKa. The assay has been evaluated in multiple blinded studies with more than 200 chemicals that covered a wide application domain. The sensitivity and specificity of the assay ranges between 84-90% depending on the type of chemicals tested. This system may be an important test for medical device extracts, though current need for acute toxicity data is rather limited; follow-up work includes improving efficiency for screening and making the assay cost-effective enough for practical use (McKim et al., 2012) . "Organ-on-a-chip" systems -microchips seeded with human cells -offer one approach to replace acute systemic toxicity testing on animals (Marx et al., 2016) . Using microscale technologies, organ-on-a-chip systems mimic human organ systems and replicate physiological functions. In the end, a combination of approaches may provide the most accurate and reproducible data and allow for chemicals to be placed into potency categories. The US NTP Interagency Center for the Evaluation of Alternative Toxicological Methods (NICEATM) is sponsoring a multi-year program to identify and validate in vitro replacements for in vivo acute systemic toxicity tests. The US medical device industry is participating in this process (Hamm et al., 2017) .
Example of a successful in vitro evaluation
Skin irritancy, along with cytotoxicity and sensitization testing, is one of three ISO 10993 biocompatibility tests recommended for all medical devices, and the Draize rabbit skin irritation test has been widely used throughout the world to screen medical device materials, components, and products.
However, prone to frequent over-prediction and occasional under-prediction, the Draize assay is not ideal. Rabbit and human skin are physiologically dissimilar and thus respond differently to irritants (Marzulli and Maibach, 1975; Scott et al., 1991) . The test is also expensive and time-consuming (the two-week test costs $1,700), and has never been scientifically validated. Despite reports of false positive rates as high as 44%, and false negative rates of 5%, it has remained the accepted method for many years. A review of irritation test results going back to the early 1980s found that over 99% of the time medical devices pass this test. After decades of conducting the same costly, time-consuming test and arriving at the same answer, Coleman and others (2012) have argued that there must be a better way. Ultimately, concerns about the test's predictivity and reproducibility, along with animal welfare concerns and political pressure in Europe, prompted a search for alternative test methods (Natsch and Emter, 2008) .
That search, which began in the 1990s, led to the development of a number of in vitro skin irritation models -and the European Centre for Validation of Alternative Methods (ECVAM) has validated several (Hayden, 2007; Spielmann et al., 2007) . The ISO TC 194 recommendation to seek and give preference to in vitro test methods (ISO, 2009) , along with the previously cited issues, prompted the medical device industry to consider the OECD-accepted in vitro methods for skin corrosion (TG 431), skin irritation (TG 439), skin sensitization (TG 442c-e), skin absorption (TG 428), phototoxicity (TG 432) and eye irritation (TG 437, 438, 460, 492) as potential alternative tests. However, those tests were validated using pure chemical irritants, not dilute mixtures like those extracted from medical devices. Additionally, many medical devices are implants, rendering the topical application methods typical for in vitro assays insufficient. Subcutaneous irritation also needs to be considered, and can be accomplished by intradermal injection of polar and non-polar extracts of the medical device (ISO 10993, 2010) . The in vitro skin irritation test and intradermal injection test measure the same endpoint, however, the route to that endpoint is slightly different.
The birth of the initial idea to transition irritation tests on rabbits to one of the ECVAM-validated in vitro methods for medical devices came at the Society of Toxicology's 48 th Annual Meeting in Baltimore in 2009. At the time, ECVAM had validated three RHE assays: EpiSkin ® , SkinEthic™, and EpiDerm™. Medtronic began exploring some key questions: Are ECVAM-validated in vitro skin assays for pure chemicals capable of identifying irritants in dilute medical device extract mixtures? Can sophisticated 3D tissues identify very low levels of irritants that you would see if they were extracted from medical devices? And, would the in vivo and in vitro endpoints seen with these tissues match?
To answer the first question, a feasibility study explored whether or not in vitro assays are capable of identifying irritants in medical device extracts using the EpiDerm™ reconstructed human skin model. Extracts were prepared for eleven medical device polymers, and half were spiked with irritants. All spiked samples caused the release of substantial amounts of IL-1α (253.5 pg/ml -387.4 pg/ml), which suggests a pro-inflammatory response. EpiDerm™ consistently detected low levels of two R-38 irritants in dilute medical device extract mixtures. These results indicated that the EpiDerm™ model could be a suitable in vitro replacement to judge the irritation potential of medical device extracts. Medtronic is working to expand these tests, seeking multiple laboratories to back up its results. As one example, a feasibility study using an in vitro skin assay to test medical device extracts conducted by Kelly Coleman provides an example of how a successful in vitro evaluation might offer an alternative to the Draize rabbit skin irritation test (Casas et al., 2013) .
The question whether 3D tissues identify very low levels of irritants has been addressed recently. ISO TC 194's Working Group 8 -which is responsible for the ISO 10993-10 standard on skin irritation and sensitization -sponsored an international round robin validation study to confirm the feasibility of the pilot project findings. The round robin, which was completed in December 2016, involved over 20 global laboratories that tested several irritant and non-irritant containing polymers on two commercially available reconstructed human epidermis (RhE) tissue models (unpublished). The successful round robin is now thrombogenicity in medical device regulatory submissions to the FDA (Michael Wolf, Medtronic, unpublished 3 ). The NAVI test involves catheter-shaped devices or medical materials placed into the venous vasculature of large animals for 1-4 hours, followed by basic scoring for extent of visible thrombus (Wolf and Anderson, 2012) . In the in vitro study, six materials recognized to give low, intermediate, and high responses in the NAVI model will be tested in three different in vitro models (e.g., test tubes and closed loops). Here testing will involve fresh human blood taken from a representative pool of human donors. Importantly, the final evaluation method will include standard statistical methods (ANOVA and comparison of all tests) rather than simple subjective scoring. Toxicology In Vitro has offered to publish a special edition about the in vitro irritation round robin study, for which 6-7 manuscripts and an editorial are currently submitted (Kelly Coleman, personal communication).
Novel developments in toxicology
Validation efforts have delivered the evidence that new approaches do not necessarily lower safety standards and can be integrated into regulatory safety assessments, especially by using integrated testing strategies (ITS) rather than relying upon a single test or fixed batteries of tests (Hartung et al., 2013; Rovida et al., 2015a) . In addition, alongside efforts to embrace new technologies and promote the "Tox21" push to move toxicology from the twentieth century into the twenty-first, the concept of evidence-based toxicology provides a quality assurance component (Hartung, 2009) .
And yet, the field of medical device safety testing has been slow to embrace in vitro methodologies, in part because of some limitations inherent in in vitro testing and the slow pace of developing many of the alternative assays.
Other important factors to consider for medical device testing include product degradation, the inflammatory process or mechanical use of these materials -which can cause tearing -and the challenges of dealing with mixtures.
Additionally, efforts to develop tests for medical devices, such as a whole blood pyrogen assay, expose the shortcomings of standard methodologies in removing contaminants from medical devices (Hartung, 2015) . Very often, it is the contaminants, rather than the materials themselves, that produce problems with medical device testing, as some examples related to pyrogen testing demonstrate (Hasiwa et al., 2007; Mazzotti et al., 2007) . Pyrogens, e.g., bacterial remnants that cause fever in humans, are often absorbed onto surfaces, producing surface effects and prompting immune reactions. Complicating testing efforts even further, they are batch-dependent because typically there is a lack of consistency in the contamination of devices with bacterial materials during production.
Another issue is one of replacement, reduction, and refinement: the traditional tests for pyrogens still call for the use of about 300,000 rabbits per year worldwide. One of the most open for vote in TC 194 Working Group 8 to change the ISO 10993-10 standard so that in vitro human skin assays become the normative method for irritation testing in the medical device industry. ISO has approved a New Work Item Proposal (NWIP) for a new ISO 10993-23 standard for Determination of Skin Irritation of Medical Device Extracts using Reconstructed human Epidermis (RhE).
The last question can be answered by looking at the cellular response in skin. In the epidermal layer, there are keratinocytes. In the dermal layer, there are fibroblasts and endothelial cells. When putting an irritant on the surface of the skin, it penetrates down to the keratinocytes where it causes damage, killing some cells and releasing cytokines (e.g., IL-1α) that are responsible for inflammation. This is like flipping a switch, which sets off an irritation cascade. With an intradermal injection, sometimes intracutaneous, the same endpoint is reached -just through a different route. In irritation, the proof is in the symptoms. In numerous studies, the symptoms of irritation -redness, swelling, itching, pain -were seen in both topical application and intradermal injection, leading to the conclusion that the same reactions were happening at cell level. Thus, there is an opportunity to introduce more humane upstream endpoints as well as for cell models to reflect the adverse outcome.
Exploring the use of human cells and tissues to replace animal models
The field has largely failed to take advantage of modern assays to test human proteins, human cells, and human responses to medical devices -over-relying, instead, on animal models, which in many cases are not only expensive, but are not very predictive of the kind of response that humans give.
At the highest level, the controversy over whether an in vitro test can predict in vivo performance, or an acute in vitro test can predict long-term performance correlation might be addressed within the standards already in place. For example, mechanisms of genotoxicity, carcinogenicity and cytotoxicity exist in the standards today (ISO 10993-3 (2014) and ISO 10993-5 (2009)), and these are mechanisms that are not any less or more complicated than thrombosis (ISO 10993-4, 2009 ), yet this part has been slow to incorporate contemporary in vitro screening methods. Thus, while there is solid support that in vitro tests are helpful in screening devices for safety and risk analysis (Wolf and Anderson, 2012) , standards are slow to keep up with contemporary methods.
To catch up with modern tools and methods of the 21 st century, members of the Working Group 9 behind the ISO 10993successful alternative methods, the Limulus assay, has replaced about 90% of pyrogenicity testing. It is a very successful assay even though it has never been formally validated, and it is restricted to Gram-negative pyrogens (Hasiwa et al., 2013) . Significantly for testing biofilms, for example, it misses all pyrogens from Gram-positive bacteria. It also does not cover fungi, and does not reflect the relative potency of the different pyrogens in humans (Hasiwa et al., 2013) .
A newer assay, based on human blood, Wendel, 1995, 1996; Fennrich et al., 1999; Schindler et al., 2009; Hartung, 2015) involves simply bringing the material -whether it is a drug or a solid material -in contact with blood, and measuring cytokine release. Proving that alternative methods can outperform animal tests, the validation study showed clearly that the assay is more sensitive than the rabbit assay (Hoffmann et al., 2005) . It is also a quantitative assay; numerous studies showed that it is a less variable assay, and less prone to mistakes than rabbit assays. Unlike current tests, which do not adequately control pyrogen contamination of medical devices because they do not measure on the surface, the whole blood assay can be performed in direct contact with the medical device instead of using extracts. As human blood is used, the test reflects the fever response of humans -which is not the case for the Limulus assay. The pyrogenicity assay seems to be especially useful in testing nanomaterials (Hartung and Sabbioni, 2011) , as the whole blood assay can handle nanoparticles, which cannot be tested in the Limulus assay.
After the validation study, the assay advanced into FDA acceptance as a Monocyte Activation Test (MAT) -though with some limitations. The FDA accepts it only as a replacement for the Limulus assay, not for the rabbit assay, and does not believe that the validation study proved coverage for other pyrogens. This is one of the big hindrances for the assay (Hasiwa et al., 2013; Hartung, 2015) . It is commercially available also using cryo-preserved human blood (Schindler et al., 2004 (Schindler et al., , 2006 ).
An important lesson learned from the MAT validation study is that commercial concerns cannot be ignored (Hartung, 2015) . An assay that is not commercially available has a low level of standardization, and a number of challenges face the researchers and the labs that wish to carry it out. Without kits being available, it is very difficult for most laboratories to implement this kind of assay.
Its limited acceptance in the US -and the hesitancy of other countries to adopt it -leads to very limited use of the assay. Testing in the EU still uses 170,000 rabbits per year, which could all be replaced. There is not a single example so far for any product where pyrogen testing in animals could not have been replaced, or where the material was not compatible with the non-animal tests.
As for the limitations for in vitro medical device testing in general, the length of time it takes to develop many of the alternative assays is an impediment to progress. Fifteen years from contriving and publishing the assay to its regulatory acceptance is too long and costly for fast-moving industries and their testing needs. Validation has served us for traditional tests, but no one wants to wait that long for the next assay to be approved. Now is the time to start to support some of these alternative methodologies, and to use them to support regulatory decision-making. Getting the pyrogen test accepted by ISO is a matter of defining the results the test needs to show, as well as the availability and suitability of test materials.
A pragmatic step might be to look at the toxicological endpoints mentioned in ISO 10993-1 (2009), and determine how to include in vitro tests within these toxicological endpoints that must be considered for medical devices. For certain toxicological endpoints, for example for irritation or sensitization, the likely conclusion would be that the necessary systems are already available, which may not be the case for other toxicological endpoints.
Industry cooperation -in the form of providing more devices for testing -could also be key. Regulators, including the FDA, are interested in seeing the in vitro data. Now, the industry needs to come together and begin to share data with regulators, and that includes international harmonization. One way forward is to develop a mechanism to provide in vitro data to the FDA, perhaps in the context of ISO Working Group 15 (the group tasked with discussing emerging concepts).
Threshold of toxicological concern initiatives for medical devices
Another path that exists to advance alternatives to animal testing is through the use of analytical chemistry to demonstrate that the extract solutions typically tested in animals contain no chemicals above the threshold of sensitivity for the animal model. The threshold of toxicological concern (TTC) (Hartung, 2017) is one concept that can be used to set such an analytical threshold below which animal testing is futile, as no meaningful amounts of leachable chemicals are present. TTC is a statistical method used to estimate safe exposure levels for chemicals lacking toxicological data. It is based on chemical structure and known safety data for structurally related chemicals (Kroes et al., 2004; Kroes, 2006) .
Understanding the potential toxicity of leachable substances is often required in biocompatibility risk assessments. When the structure of a leachable chemical is identified, toxicological conclusions may be drawn if there is sufficient data available for that chemical. TTC is used when there is limited or no data on a given compound but the human exposure is so low that undertaking toxicity studies is not warranted (Renwick, 2004) . The concept is already in use to evaluate impurities in pharmaceuticals, and to assess contaminants in consumer products and environmental contaminants (Rovida et al., 2015b) . The application of this concept to leachables from medical devices presents several challenges common to many risk-assessment procedures that may be addressed by the inclusion of appropriate uncertainty factors as described in ISO 10993-17 (see Fig. 2 ).
Another interesting option is the use of read-across, i.e., the use of toxicity information on similar substances to conclude on properties of untested ones (Patlewicz et al., 2014) . Current developments toward Good Read-Across Practice guidance (Ball et al., 2016) and automated read-across (Hartung, 2016) are expected to be very helpful in promoting the acceptance of route consideration and applied the same TTC thresholds to all drugs regardless of their route of administration, arguing that the values are already so conservative that additional safety factors are not appropriate. Third, most TTC values are based on continuous lifetime exposure to chemicals. Because a conservative approach is used when assessing chronic chemical exposure, the relevant TTC value should also be adjusted for exposure duration. When a limited contact medical device or an absorbable biomaterial is being evaluated, the exposure time is finite, so it is necessary to adjust the total dose to a daily dose.
The process for demonstrating the biocompatibility of medical devices often involves a staged approach, starting with a this concept by regulators.
It is worth noting that TTC values have been derived for food and cosmetic products that have no therapeutic benefit to consumers; that should be taken into consideration in determining acceptable risk for medical devices. Second, most TTC values are based on oral toxicity studies and adjustments for other exposure routes are needed. Because many medical devices involve parenteral exposure, inter-route extrapolation must be accounted for (Kroes et al., 2005) . For example, oral TTC values have been shown to be appropriate for inhalation and dermal routes (Ball et al., 2007; Blackburn et al., 2005) . Notably, the experts responsible for ICH M7 discounted the administration the QSAR toolbox predicted it was mutagenic, over-predicting the accepted negative controls in the example. For the second GRAS leachable, all of the SAR packages predicted it was carcinogenic. This showed that all of the packages are tuned to be very sensitive, and to pick out as many risks as possible.
The guidance document states that this methodology clearly needs to be applied by qualified, skilled toxicologists who will carefully determine whether this methodology is appropriate, consider all the relevant endpoints and routes of exposure, and prepare a risk assessment that goes through all data logically and argues why the decision is appropriate. Therefore, the use of Computer SAR packages should only serve as confirmation after evaluation by a competent toxicologist.
Under ISO 10993-17 (2002) , the appropriate next steps would include individual risk assessments for each of these chemicals. For example, benzene has a known cancer slope factor, so the next steps would be to characterize the dose the patient is exposed to, calculate the patient risk, and then write up a document considering whether or not the medical benefit of the device outweighs the potential risk (i.e., whether it is an acceptable risk). The final decision could depend on the purpose of the device, e.g., if it is a lifesaving device that would influence whether or not the risk is acceptable.
From a regulatory perspective, and building upon Hutchinson's example, some key points need to be considered in the TTC's practical application to devices: The FDA has used the TTC approach in relation to food additives for at least 20 years. The International Conference on Harmonization (ICH) has published guidance (see Tab. 7) on how to use this approach to qualify genotoxic impurities in drug substances and combinations of drugs with devices (e.g., auto injector pens) (ICH, 2014) , and there is truly a paradigm shift underway over the evolving applications of TTC. TTC is heading in the direction of not merely being used to determine whether more testing is needed, but to provide default tolerable intake (TI) values, according to Ronald Brown, whose description of the landscape can be summarized as follows: Rather than automatically testing the biocompatibility of medical devices in animal models, there are some alternatives -including the push to evaluate extracts chemically instead of biologically. There is compelling, albeit limited, data suggesting that for non-cancer endpoints, adverse effects are unlikely to occur when the individual components in the mixture are present at levels well below their respective threshold (Seed et al., 1995) . Furthermore, "…exposure to a combination of chemicals compared with exposure to the single chemicals does not constitute an evidently increased hazard provided each individual chemical is administered at a level similar or slightly lower than its own NOAEL" (Feron et al., 1995) .
Beyond just using TTC to decide when compounds need additional testing, the medical device community is generally comfortable with the idea of using the TTC as a default exposure limit. It may also be used as a cutoff for the limit of detection (i.e., an analytical evaluation threshold). Given comthorough understanding of the chemical composition of the device, then progressing through in vitro and in vivo bioassays and ultimately continuing through the lifecycle of the product.
ISO 10993-1 (2009) (Fig. 3) presents the same principles a little differently. It asks whether the device contacts the patient directly or indirectly, whether or not the materials are the same as those in marketed devices, and whether or not the manufacturing processes are the same. The key is to demonstrate technical rigor to prove that the chemical compositions are the same.
This approach facilitates the development of sound scientific evidence for the safety of the product and recognizes chemical characterization as perhaps the most important stage of the evaluation. The stepwise approach also contributes to reduction, replacement, and refinement of animal use by building in a decision point before in vivo bioassays take place. The TTC approach facilitates making decisions early on in this process. By identifying all the chemical constituents present above a certain level, and then performing a risk assessment on each of those constituents, TTC offers a way to calculate acceptable levels in just about any endpoint -answering a recurring question over how to calibrate the dose-response relationship surrounding efforts to shift medical device testing to in vitro methods.
Approaches to demonstrate the safety of a medical device using risk assessment principles and relying heavily on analytical chemistry could help the medical device industry make more use of TTC. The ISO TC 194 draft standard addresses some of these questions. In the hope that more real-world examples could encourage regulatory acceptance of the idea, Richard Hutchinson conducted a hypothetical situation for the symposium to demonstrate how TTC can be applied to real-life situations and to consider practical applications of the TTC approach for compounds released from devices. The scenario placed all 656 leachables relevant to medical plastics (Jenke, 2009 ) into a spreadsheet. A random generator selected 15, delivering by chance a near-ideal positive and two negative controls -i.e., a known carcinogen and two chemicals from the FDA GRAS (generally recognized as safe) list (Tab. 5). Next, known chemical information about each of these chemicals was selected with assistance from structure-activity relationship (SAR) software packages including DEREK, SARAH, ToxTree, and QSAR Toolbox (shown in Tab. 6).
For performances of the SAR packages in the hypothetical experiment, only DEREK and the ToxTree Cramer model flagged the known human carcinogen. For the one GRAS compound, cer effects, compounds can be stratified in terms of potency and sorted into different categories based on their structure. One possible solution is to use the tiered approach for short-term exposure used by the pharmaceutical industry.
The TTC is also a possible screening-level risk assessment approach. To date, default assumptions of dose or response additivity have been used to characterize the toxicity of chemical mixtures. Before a screening-level approach can be used, it is essential to know whether synergistic interactions can occur at low, environmentally relevant exposure levels. After evaluation pounds released below the TTC value, there is little point in identifying them any further if they are not expected to be of toxicological concern.
Still, using this approach for compounds that are released from medical devices poses a number of challenges. One challenge relates to the duration of exposure: how to adjust the TTC approach for less than lifetime exposure to compounds, because for many medical devices patients are exposed for a relatively short time. The ICH document only provides shortterm exposure limits for carcinogenic compounds; for non-can- There is a need for a pragmatic approach that suggests the purposes for which the TTC approach is applicable and practical -e.g., subacute, sub-chronic toxicity, and chronic toxicity, and possibly including genotoxic endpoints. This approach has been discussed at various TC 194 meetings, with international buy-in.
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Also, in terms of applicability to certain endpoints, trained toxicologists are necessary to perform such assessments. The development of a guidance document would help to define the use and limitations of the approach and further expert discussion as well as to protect against inappropriate use of the approach.
Novel developments in toxicology: nanomaterials
It is clear that the landscape of medical device testing is changing. There are also radical changes underway in the composition of medical devices, with important implications for in vitro testing. The explosion of products containing nanoparticles in the past decade is one example -nanomaterials promise to play an important role in everything from drug delivery, to implants and artificial tendons, to dental ceramics, to cancer treatments, to tissue regeneration. Their potential is great, but nanomaterials have different physico-chemical properties because of their size -and that is probably true in biological systems as well. Although human skin is a very effective barrier for nanomaterials, they can be taken up through inhalation, ingestion and medical applications such as intravenous or intraperitoneal injection, and they may penetrate into the bloodstream and be distributed throughout the body, finding target organs where they could trigger side effects -including the induction of oxidative stress and inflammatory responses.
Thus, there are unique challenges in working with nanomaterials in in vitro tests (Hartung, 2010; Hartung and Sabbioni, 2011) -and the use and testing of medical devices containing nanomaterials must be approached with caution (Silbergeld et al., 2011) . A specific example is PUR, a wound-healing, polyurethane-based surface treated foam (Rottmar et al., 2015) : Once introduced into a chronic wound, neighboring cells move in to the scaffolding and close the wound (see Fig. 4 ). Degradation experiments have been carried out according to ISO 10993-13, but still the safety of the foam, which degrades, must be considered as the optimum surface coating is still under investigation.
Instead of developing entirely new assay systems, existing assays can be modified for assessment of nanomaterials, but it is important to recognize and respect the specific properties of these materials. As an example, it was shown that initial assessments of the cytotoxicity of carbon nanotubes were false positive because the nanotubes bind the dye used in the MTT assay, thus confounding results (Wörle-Knirsch et al., 2006) . These findings strongly suggest the need to verify cytotoxicity of the six studies that provided useful quantitative estimates of synergy, the magnitude of synergy at low doses did not exceed the levels predicted by additive models by more than a factor of 4 (Boobis et al., 2011) .
Another challenge surrounds the route of exposure, and more research is needed to confirm whether oral values are adequately protective for intravenous or other parenteral routes that might be relevant for medical devices. Conservatism was built into deriving the oral TTC values, leading those on the pharmaceutical side to believe they would be protective for all exposure routes. However, some compounds could be far more potent upon IV exposure than by the oral route.
It is necessary to look at inhalation values separately; one study, by Fraunhofer Institute investigators (Escher et al., 2010) looked at the RepDose database to determine the distribution of inhalation potency values and compare three approaches. There is a need for more examples that study compounds known to emerge from medical devices, as often studies are done with very potent compounds (pesticides, for example) not likely to leach from devices. A strategy needs to be developed on how standardized inhalation tests can be performed with 3D in vitro test systems (Alépée et al., 2014; Gordon et al., 2015; Marx et al., 2016) to demonstrate the feasibility of combining TTC with upcoming technologies.
There are some unique considerations to keep in mind when applying the TTC approach to compounds released from device materials: the duration of exposure, the route of exposure, mixtures, metal containing compounds, and applicable endpoints. A lot of progress is being made, and real-world practical examples of how to apply the TTC approach, such as Hutchinson's hypothetical study, will be very helpful in validating the approach, and in addressing concerns such as questions surrounding inhalation values. This is especially true for local effects, which -depending on the device -might be the most clinically relevant effects. TTC values are not intended to be protective for local effects. The TTC approach cannot serve as a fix-all alternative for all testing. It is a powerful tool, and the numbers are science-based, so The series of events envisioned during wound repair supported by the biodegradable PUR scaffold. Upon setting, the PUR scaffold adapts to the wound bed, allowing cells to easily migrate into the scaffold. The scaffold is degraded and blood vessels form until the material is completely replaced by newly formed tissue, eventually leading to a healed wound. This figure is derived from Rottmar et al. (2015) . 
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. The results of the second round were far better, with the EU institutes producing very similar values. The Asian and US participants deviated slightly, probably because they were not permitted to import the same cell culture serum used by the EU institutes (Toman et al., 2016) . The assay is suitable for different cell types .
New models for nanoparticles
Besides the carefully established testing protocols, a solid understanding of tissue barrier systems (Gordon et al., 2015) , such as the blood-air and blood-brain barrier, is very important for judging the effects of nanomaterials. Models to investigate such tissue barriers are very limited and only the human placenta can be used as a primary tissue model. This system reflects the human tissue barrier that is very important for the development of the fetus. To determine if the placenta is an efficient barrier for nanoparticles, EMPA studied human placentas obtained from clinics and provided the first evidence that nanoparticles can pass through this specific human tissue barrier (Wick et al., 2010) up to a size of 250 nm (Grafmüller et al., 2013 (Grafmüller et al., , 2015 .
The above mentioned studies and experimental designs for the investigation of biological effects of nanoparticles reveal a number of challenges inherent in nanotoxicology, including a need for correct methodologies and study designs, a need to use SOPs or adapted guidelines and harmonize protocols, the use of dose metrics for in vitro as well as for in vivo studies, the need to measure nanoparticles in situ, the need to select suitable biological models, and the need to use suitable controls and reference materials.
Toxicology in the 21 st century for nanomaterials
A number of investigators are publishing work on common pitfalls in nanobiotechnology: Scott McNeil and team focus on specific problems like endotoxin, characterization of manufacturing residue, sterility, batch-to-batch consistency, etc. (Crist et al., 2013) ; Peter Hoet has concentrated on the biological systems or cell density, assay methods, serum and solvents that have been used (Geys et al., 2010) ; EMPA has published ideas on how to proceed to establish some reliable test systems, calibrating reference materials, comparison of results achieved with different methods, inter-laboratory comparisons (Hirsch et al., 2011) ; and Klaus Wittmaack drew attention to overdosing of nanomaterials in in vitro testing (Wittmaack, 2011) . These efforts all contribute to the need to build a stable body of reliable and comparable results, built on quality-management systems, validation, measurement uncertainty, and traceability.
A binational project called DaNa 6 funded by the governments of Germany and Switzerland includes information on current projects in Europe and a knowledge base, including ideas about materials, applications, and methodology. The information for this knowledge base was taken from the literature, but the publications were first evaluated by international experts using data in devices containing nanomaterials with at least a second method -as also suggested in the ISO standards. Furthermore, reference materials and standardized protocols should be used to ensure comparability of results.
Despite a dramatic increase in papers related to nanotoxicology, many of the published studies are not well designed and their results cannot support human toxicity risk assessments (Hirsch et al., 2011; Hristozov et al., 2012) . A paper by Hristozov et al. illustrates the problem, showing that of nearly 300 papers delivering toxicological information for titanium dioxide and zinc oxide (the two most prominent nano-sized materials for use in cosmetics and other applications), only around 40 papers provided valid data on the physical and chemical properties of these materials (Hristozov et al., 2012) . Comparable results have been found in another comprehensive literature study, which describes many of the pitfalls and flaws of nanotoxicological studies (Krug, 2014) , including also sample purification (most nanomaterials are sterile but are contaminated with endotoxins, which cause inflammatory effects) and disregard of interferences of nanomaterials in toxicity tests (owing to absorbance, color, etc.), which must be determined upfront with appropriate positive and negative controls. Depending on the desired endpoint, a wide variety of toxicology tests, each with their own set of endpoints and controls, are available (Locascio et al., 2011) .
In response to these challenges, EMPA, the Swiss Federal Institute for Material Sciences and Technologies, set out to establish a platform to assess nanoparticle toxicity in vitro. Focused especially on four endpoints (viability, inflammation, genotoxicity, and oxidative stress), this effort aimed to integrate the pathways of toxicology and determine which activities related to nanoparticles merit closer attention. The initiative "VIGO", funded by industry and the Swiss government, has provided a set of standard operating procedures (SOPs) to harmonize the protocols for the testing of nanomaterials for these four biological endpoints, and it is hoped that this will encourage those who publish in this area to use them 5 .
EMPA and other groups launched a voluntary alliance, the International Alliance for NanoEHS (IANH) for the harmonization of protocols, including 11 laboratories in the US, Europe, and Asia. The first data published focused on characterization methods of nanoparticles.
However, the first effort to develop a protocol for a toxic effect encountered problems. Starting with the very simple, five-step MTS assay (Fig. 5) , IANH delivered materials to the participating laboratories. The study used RAW 264.7 cells, murine transformed lymphoma cells. Seven labs joined the first round robin experiment, using the same protocols and the same materials, however, there were severe discrepancies between the results (Fig. 6) . In the end, it was discovered that the experiments had been performed by grad students and inexperienced PhDs. Therefore, 5 international institutes (NIST, KRISS, JRC, EMPA, NANOTEC) decided to perform another round, establishing an in-depth cause-and-effect analysis (Rösslein et al., aspect that is often missing from in vitro assays. Dongeun Huh and Donald Ingber largely developed the initial proof-of-concept of this organ-on-chip technology (Huh et al., 2010) . Despite the name, it really is an alveolus-on-a-chip, representing the key functional unit of a lung -where gas exchanges occur, where drug delivery occurs, and where metastatic cancers can occur. The microsystem reproduces breathing movements and the associated cyclic strain and flow experienced by cells at the alveolar-capillary interface. It is also possible to introduce particulate matter into the lung-on-a-chip microdevice to evaluate (nano-) particle transport, induction of an inflammatory response, acute toxic response, and then pharmacologically modulate that response. The human inflammatory response can be recreated and visualized in this small biomimetic microdevice, as well as disease responses such as IL-2-induced pulmonary edema.
Another advantage is that this microengineering approach allows for the development of the simplest models possible that retain physiological relevance (Rossini and Hartung, 2012) , with the flexibility to add complexity to the system as necessary -a feature not possible with animal models. These models can enhance our fundamental understanding of complex biological processes and bring about more rapid, accurate, cost-effective, and clinically relevant testing of drugs, as well as cosmetics, chemicals, environmental toxins -and medical devices.
Conclusions and recommendations
Amid the opportunities and goals identified by speakers at the symposium were some areas where there is consensus to move ahead. Some action-oriented items can fit into the current ISO structure, while in some cases, new working groups might be able to help build momentum.
Refinement opportunities
In the course of sharing details about in vitro tests, the symposium participants identified many opportunities to refine in vivo tests where the in vitro alternatives are not yet sufficient to replace testing on animals. They noted that the current in vivo options for medical devices are not always up-to-date compared to drug and chemical industry testing. For example, there might be an opportunity to reduce the number of animals used in the LLNA for medical devices from five to the four required in tests for chemicals.
Rabbits are still used in the vast majority of hemolysis testing that takes place today. If it can be proven that human blood can generate the same results, this could offer another opportunity to reduce the use of animals in future testing. A round robin study exploring this question was taken up by members of WG 9 of the ISO 10993-4 (2009). This study has been concluded, and publication of the results is expected soon.
There is a need to collaboratively agree upon and organize refinement techniques -perhaps by placing them on the agenda a literature criteria catalogue to guarantee high quality of the information provided on this website. The criteria catalogues can be downloaded from the website, which also includes SOPs for harmonized protocols.
The testing protocols established by the international consortium described above will be delivered to the OECD and ISO system, and hopefully will eventually lead to harmonized international protocols in collaboration with US and Asian institutes.
In terms of next steps, the ISO TC 194 working group "Biological and clinical evaluation of medical devices" 7 -has been established to address nanomaterials in medical devices. From a safety point of view, analytics -to demonstrate that nanoparticles, if they are integrated into nano-structured surfaces, are to some extent stable in the biological system -is perhaps the most important area of focus for this working group to consider. Abrasion or other physical/mechanical treatments of these devices during their operation lifetime should not deliver more particles than traditional materials do, but this must be judged on a case-by-case basis, depending on what task nanoparticles fulfill in a medical device. The analytics and characterization are of greater importance than the exposure route or dose.
In the context of evidence-based toxicology, the ToxRTool, a systematic way of assigning Klimisch scores to both in vivo and in vitro toxicology studies, has been developed (Schneider et al., 2009) . It is not a perfect tool, but it is now used by the National Toxicology Program for judging the quality of existing studies as a first step. The FDA is evaluating the ToxRTool, in addition to other evaluation criteria for studies published on device materials, and has so far expressed some confidence in it.
Organ-on-a-chip models
Human organ-on-a-chip models offer great promise to change the world of in vitro testing. The Wyss Institute for Biologically Inspired Engineering at Harvard University, for example, is developing multiple organ chips, including a breathing lung-ona-chip model, as well as liver, skin, gut, and kidney models and a beating heart-on-a-chip.
The technology was inspired by the poor predictive power of existing preclinical animal models, which often leads to the failure of drugs late in their development -after they have already entered the human clinical trial phase. Given the tremendous costs of drug development and the long timelines involved, major pharmaceutical companies and government agencies are expressing particular interest in the organ-on-a-chip models (Esch et al., 2015) .
Human organ-on-a-chip models utilize microscale engineering technologies combined with 3D cultured living human cells (Alépée et al., 2014; Andersen et al., 2014; Marx et al., 2016) to create microfluidic devices that simulate the physiological and mechanical microenvironment of whole living organs. For example, the breathing lung-on-a-chip recreates the mechanical remains crucial to document the developments underway. But hearing the various perspectives shared at this symposium, it is also clear that there is a pressing need to accelerate the approval process to better reflect the speed of technology.
for the next ISO meeting. There also might be some merit in creating a refinement working group for medical devices, building on the success of recent JHU-CAAT sponsored workshops (Zurlo and Hutchinson, 2013) . For example, in Europe, Novartis and Roche hosted a workshop on refinement opportunities in the pharmaceutical industry (report in preparation).
There is a disconnect between the language in the ISO 10993-1 standard, which recognizes a potential tiered approach, giving more weight to the in vitro data, and the reality that this is not being translated into regulatory decision-making. For those who see merit in the in vitro methods, discussing a tiered approach could be a starting point. However, this is a big task for all endpoints, especially considering the special challenges of genotoxicity and hemocompatibility. Limiting the discussion to ways of using in vitro cytotoxicity assays to help decide whether to do in vivo acute systemic toxicity testing, irritation testing, or implantation testing is one possible angle.
Sharing data
One area where industry, academia, and regulators can cooperate is in filling in holes in the data. As most of the data is from animal studies, there is a need to generate, and share, more data on humans. Answers can be found by using existing in vivo assays to build algorithms that can help translate that information to humans. What is missing is the quantitative information -the NOAELs and LOAELs -that are needed for risk assessment, which will likely be developed in the next few years.
In addition to gathering data, curating data according to well-accepted benchmarks (see Section 9.2) before introducing it into a database is important as well.
Industry representatives need to find ways to share data with regulators -not in a product-specific way, but in terms of interpreting what the standard tells us, and how it might be used. Regulators, including the FDA, are interested in seeing the in vitro data. For example, an FDA group looking at systemic toxicity has requested more data. A mechanism to share data with the regulators could take advantage of information-sharing structures already developed by legislations like REACH, the European chemicals legislation -efforts that protect intellectual property, but still encourage the sharing of anonymized data.
Harmonizing standards and approaches
The need to harmonize protocols and efforts -between various branches of industry, between branches of science, between industry and the regulators, and internationally -emerged as a clear theme from the symposium. A new steering group could help set the agenda and push for results. This steering group could also help facilitate sharing of assessment data in the pre-competitive phase, and create an opportunity for regulators to weigh in on whether or not new methods are likely to be accepted or not.
The effort should be in concert with ISO efforts, to ensure consensus is international and not just a Euro-American approach. However, there is also a need for an independent broker who can identify and bring together industry and regulatory representatives. The participants agreed that the ISO process
